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OSCILLOSCOPE MAINTENANCE CONCEPTS 


SECTION VII 
LOW VOLTAGE POWER SUPPLIES 


INTRODUCTION 


Low Voltage Power Supplies is the seventh booklet in the modular training package, 


Oscilloscope Maintenance Concepts. 


Effective troubleshooting involves the application of general circuit concepts to each specific 
circuit you encounter. The concepts in this booklet are representative of current design in 


quality instruments. 


The subject matter is presented in a depth and style which recognizes your prior training and | 


experience with circuit concepts and applications. A pre-test, study aid questions, and an end 


of booklet quiz help you evaluate your understanding of these concepts. 





You should retain this booklet for later use as a handy reference to recall concepts or 


applications. 
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OBJECTIVES 


Oscilloscope Power Supply Concepts Objectives 


After completing this material, you will be able to: 


A. Draw a block diagram of a conventional series-regulated power supply operating from the 


ac line. The diagram will include: 


M PX URL us 


Power transformer 
Rectifiers 
Capacitive filtering 
Series regulator 


Load 


B. Identify the above blocks on a schematic. 


C. Identify the following circuits on a TEKTRONIX 465 low-voltage power supply schematic. 


E E 


Error divider with error sense line 

Error amplifier 

Current limiting to prevent excessive current in the series regulator. 
Voltage reference 

Fuse 


EMI filtering in the transformer primary 


D. Describe the purpose of each of the blocks in objective (A) above and describe signal and 


current flow directions in and out each of the blocks in the diagram. 


E. Describe the most prominent symptoms that will occur if given active devices should open 


or short. 


F. Identify components that control the output voltage and components that can affect the 


output stability and ripple. 
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G. Describe acceptable methods of measuring supply output voltage and supply ripple, and 


describe the effects of high and low line voltage on the output. 


PREREQUISITES 


This course section on oscilloscope power supplies is section six of a complete oscilloscope 


concepts course. The other sections of this course cover the oscilloscope block diagram, the 


concepts of vertical amplifiers, triggers, time bases and horizontal amplifier circuits, channel 


switching, and crt circuits. 


In order to make the best use of the material in this course, the user should be able to: 


1. 


Understand the basic concepts of center tapped full-wave rectifier and full-wave bridge 


rectifier circuits. 


Describe the effects of capacitive filters and resistive loads on the output voltage waveform 


of a full-wave rectifier circuit, 


Predict the behavior of the output of an inverting and a noninverting amplifier when a dc 


input is applied and when the input dc level changes. 


Predict the output at the center of a resistive divider with a dc voltage across the divider and 


describe the effects on the output voltage if one resistor value is changed in the divider. 


Identify the following transistor amplifier circuit configurations. 


A. Emitter follower 


B. Common emitter 


Describe the polarities of input vs output for the emitter follower and common-emitter 


amplifier configurations. 





LOW VOLTAGE POWER SUPPLY 


If you've completed the previous material in this course, or passed the quizzes without 
completing the material, you probably meet all the prerequisites. In case you are not sure you 
meet the prerequisites, a pretest is included on the following pages. If you can answer only a 
few questions correctly, it might be a good idea to review the preceding training package 


sections that are appropriate. 


If you meet the prerequisites, study the text material, and answer the study aid questions as 
they appear. If you have trouble with the study aid questions, re-read the text and/or refer to 
other material on power supplies. At the end of this part of the oscilloscope circuit concepts 
course is a short quiz on this section. If you can pass this quiz, you should be ready to do the 
next part of the course, which is on Crt and High Voltage Circuit Concepts. Upon completion of 
the last course section, there will be a final quiz on all the material covered in the entire course. 
If you pass each of the individual course quizzes comfortably, you should be able to pass the 


final quiz. 
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PRETEST 


1. Which waveform below best describes the output of a full-wave bridge rectifier with no 


filter? 





2. Which waveform above best describes the output of a full-wave center-tapped rectifier with 


no filter? 





3. Which waveform above describes the output of a full-wave bridge rectifier with a capacitive 


filter and a moderate resistive load? 


4. The amplifier below has an open loop gain of greater than 10*. It is operating in its linear 


region. 
What is Vo? — | Á volts 
What is Vn? — A — volts 


+ 9v 


1K 


aT 





2K 
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5. Assuming that the amplifier in question 4 can supply several amps to a load at Vo, what will 
be the voltage at Vo if a 1 KQ resistor is connected between Vo and ground? 


volts 


6. Which of the following describe the purpose(s) of the power transformer in a low voltage 
power supply? Mark all correct answers. 
A. Provides dc isolation of the output voltage(s) from the ac line. 

Provides a voltage or voltages different than the ac line voltage. 

Provides multiple output voltages in some cases. 

Provides ripple filtering at and slightly above the line frequency. 

All the above. 


Dr EE pur 9 


Check your answers against the key. 
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Block Diagram Concepts 


All major circuits in oscilloscopes, except the delay line, need one or more voltage sources. 
The purpose of power supplies in oscilloscopes is to provide the necessary voltages for the 
oscilloscope circuits. The supplies we will discuss here are power supplies that are operated 
from the ac power lines. For stability and accuracy, the power supplies should provide a 
constant output voltage in spite of normal line voltage variations and normal variations in load 


current. 


The purpose of the power supply is to convert the ac line voltage from alternating current to a 
constant dc voltage (regulated dc). The power supply should correct the dc output voltage if it 
deviates from the proper voltage because of line voltage fluctuations or variations in current 


demanded by the load. 


















Attenuator 










Vertical Vertical Vertical 
Signal O-3>| Preamplifier Output 
Input And Delay Line Amplifier 
Driver 


Vertical 
Deflection 
Plates 

































LY. Trigger CRT Circuits 
Power All Pick-off (Z Axis & H.V.) 
Supplies Blocks Amplifier 


to e 
€ o 9 » 6 0 9 € 9 9 € 0 9 9 € 9 9 
» 9 8 0 € O9 9 9 6 6 € e € 0 6 6 & 


ase ^ ^ 2 - 2 ^ ^ eee 


Horizontal 
Deflection 
Plates 














Horizontal 
Amplifier 


Sweep 
Generator 


Trigger 
Circuits 





Fig. 7-1. Block diagram of a basic oscilloscope. 





The process of obtaining a regulated dc voltage from the ac line usually involves four major 


steps. The steps, in order of occurrence are: 


1. Transformation of the ac line voltage to one or more ac voltage levels that are suitable for 


the following circuitry. 


REV 4/78 7 


LOW VOLTAGE POWER SUPPLY 


2. Rectification of the transformer output to convert the ac transformer output to pulsating dc. 


3. Filtering to reduce the ripple component of the pulsating dc. 


4. Regulation to further reduce the ripple and to correct the output dc voltage level if it should 


attempt to change because of changes in line voltage or load. 


Even though power supply circuits may vary considerably from one oscilloscope to another, 
almost all of them employ the steps listed above. The low-voltage power supply for the 
TEKTRONIX 465 Oscilloscope will be used for our discussion of power supply concepts. 
Figure 7-2 shows a block diagram of an oscilloscope low-voltage power supply. The ac lineis 
connected to the transformer primary through a fuse, an on-off switch, ac line voltage selection 
switching, and usually some form of thermally operated switch. This circuitry is located in 
block A of Fig. 7-2. 


The acline current inthe transformer primary winding generates four different ac voltages; one 
voltage across each secondary winding of the transformer (block B of Fig. 7-2). The ac voltages 
on the secondary windings are rectified by their respective rectifier circuits, blocks C, D, E, and 
F of Fig. 7-2. The pulsating dc outputs of the rectifiers are then filtered, by capacitors in this 


case, and then applied to the regulation circuits. 


The regulation circuitry is necessary because without regulation the dc output voltage from 
the filter will vary as the line voltage varies. If the line voltage drops 5 percent, the output 
voltage from the rectifier/filter circuit will drop 5 percent. Also, even if the line voltage never . 
varied, the capacitor filter cannot hold the output voltage constant. Most loads constantly 
demand current and the rectifiers only supply current in pulses. The voltage across the 
capacitor and the load will drop in the absence of the pulse and will rise again when the pulse 
occurs. The regulation circuit normally reduces these two problems, and in most cases, 


virtually eliminates them. 
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Fig. 7-2. Block diagram of an oscilloscope low voltage power supply. 


The regulation circuits are blocks G, H, l, and J of Fig. 7-2. The primary purpose ofthe regulator 
block is to adjust an internal impedance, usually the degree of conduction of a regulator 
transistor, as necessary to hold the output voltage constant. The series regulator is the most 
commonly used form of regulator circuitry in oscilloscope power supplies. To understand its 
operation, the series regulator transistor can be thought of as a variable resistor in series with 


the load. We've shown this schematically in Fig. 7-3. 
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Under the conditions shown, there will be 15 volts acrossthe load resistance. If the line voltage 
were to drop, and if the 15 kO load resistance doesn't change, the voltage across the load 


would drop. In many circuits, this might be intolerable. 


To compensate for this drop in line voltage, the resistance of the potentiometer can be 
changed to keep the voltage across the load at a constant 15 volts. In an actual circuit the 
degree of conduction of a transistor is changed rather than using a potentiometer, but the 
effect is the same. In Fig. 7-4 we've shown the same equivalent circuit with the potentiometer 
(series-regulator transistor) adjusted to look like 5 kO to compensate for the drop in line 
voltage. Notice that if the rectifier output dropped below the desired load voltage, the regulator 


could not compensate to maintain the original voltage across the load. 







Filtered — 
Output From +25 VDC Filtered 25VDC —y» 
Rectifier Output From +20VDC 
Rectifier 
10K 
10 VDC 
: 10 VDC 
Equivalent 5VDC 
Equivalent 
15K m Load 15K 15 VDC 
Load 
(This Voltage Load 15K 15 VDC 
Should Remain Unch d 
Constant) (Unchanged) 
Fig. 7-3. Series regulator equivalent circuit. Fig. 7-4. Series regulator equivalent circuit. 


If the resistance of the load in Figs. 7-3 and 7-4 had changed (within certain limits), the voltage 
across the load could be adjusted to the original value, in the same manner as above, by 
adjusting the series regulator's conduction. In either case, change in line voltage or change in 


load, the regulator can respond rapidly enough to hold the output voltage constant. In fact, 


" normal ripple from the rectifier/filter circuit is virtually eliminated because the regulation 


circuit sees this as a voltage change and corrects for it, usually within a matter of 


microseconds. 
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Power Supply Study Aid Questions 


1. Number the blocks listed below in the sequence they normally appear, starting at the ac line 


input and following the signal path through the power supply to the load. Assume a 


conventional power supply as discussed previously. 


A. 


UE E V. XH 


Filter capacitor. 

Transformer 

Switching, fuses, and thermal cutout. 
Rectifiers 


Regulation circuitry. 


2. Filter capacitors are used to reduce the amount of ripple on the dc output of the rectifiers. If 


the ripple is reduced by these capacitors, why is regulation circuitry necessary? Mark all 


correct answers below. 


A. 


The pulsating dc output voltage may momentarily drop below the desired load voltage 
and the regulation circuit will increase the voltage during this interval. 

Regulation circuitry is used to limit output current. Output voltage level is controlled 
only by the filter capacitors. 

Theripple on the rectifier/filter capacitor output may be greater than can be tolerated by 
the load. The regulation circuitry will reduce the power-supply ripple to a value 
considerably less than the capacitor filter would provide without the regulator. 

If the line voltage changed, the rectifier output voltage would change. The capacitor 
would not hold the output constant if the line voltage changed for longer than a few 
milliseconds. The regulation circuitry could compensate for line voltage changes within 
certain limits. 

The regulator circuit holds the average level constant, which the capacitor alone cannot 


do, but the regulator does nothing to correct ripple on the supply output. 


Check your answers against the key. 
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Fig. 7-5. Typical power supply schematic. 
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Power Supply Circuit Concepts 


In the previous section we saw how the output voltage of a regulated power supply could be 
regulated by increasing or decreasing an impedance in series with the load. In our power 
supply circuits, the series impedance is a series regulator transistor. Let's look at the 4-15 volt 
supply circuit in Fig. 7-5. The 4-15 volt supply consists of the circuitry in blocks A, B, D, and H 
on Fig. 7-5. To relate this circuitry to the supply block diagram, refer to the same blocks in Fig. 
7-2 at the beginning of the preceding text. Blocks A, B, and D and capacitor C1542 form a 


conventional full-wave bridge-rectifier power supply with C1542 used as a filter capacitor. 


The voltage at the output of block D consists of a dc voltage a few volts greater than the +15 volt 
level the supply should provide at the output. The output voltage from block D can vary 
considerably if the line voltage varies. This voltage at the output of block D will also have an 
undesirable amount of ripple. The output from block D goes through some regulation circuitry 
and appears as a precisely controlled +15 volt level with only a few millivolts of ripple at the 


output of block H (test point TP 1548). 


Block H, the regulation circuitry, and how it removes the effects of line voltage variations and 


ripple from the output is our next subject. 


In the previous section we showed how the voltage across a load could be controlled by 
controlling the degree of conduction of a transistor in series with the load. Q1546 in block His 
this series-regulator transistor. The conduction of Q1546 is controlled by an operational 
amplifier consisting of U1524B and Q1544. We will ignore Q1548 as it serves another purpose 
that we'll discuss later. If the +15 V supply voltage output should begin to increase slightly, the 
voltage on pin 6 of U1524B will rise. 


U1524B is a high-gain amplifier and the very slight change in voltage at pin 6 will cause a much 
larger change in voltage at the output of U1524B (pin 7). The changein voltage at the output of 
U1524B will be in a negative direction, (indicated by the minus sign at pin 6 of U1524B). The 
negative-going voltage at the IC output drives the emitter follower, Q1544. The negative-going 
output from the IC reduces conduction of Q1544 which reduces conduction of Q1546. This 
reduces the voltage across the load, correcting the output voltage across the load, and thereby 


correcting for the output voltage’s original attempt to increase. 
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Q1544 is placed between the IC and the series regulator transistor to provide a relatively high 
impedance load for the IC U1524B, and also to provide relatively large amounts of emitter 
current to drive the series regulator transistor's base. The base current required to drive the 
base of the series regulator transistor, Q1546 in this case, is usually greater than can be 


supplied by the high-gain IC amplifiers so anothertransistor stage, Q1544, is usually included. 


If the output voltage had attempted to drop because of current demands by the load or because 
of line voltage change, the same things would happen except all transitions would be in the 


opposite direction. Figure 7-6 shows a very simplified version of the correction path. 


Unregulated 
Output From 
Inverting Block D 
Error 
Amplifier 





Fig. 7-6. Simplified error correction circuit of block H, Fig. 7-5. 


Up to this point we've discussed how the error correction occurs, but we haven't identified how 
the regulation circuit knows what the correct output voltage should be. After all, how can the 
circuit correct the output voltage if it doesn't know what the correct output voltage is? Our 


regulation circuit obviously needs a reference voltage of some sort. 
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U1524B has a precisely controlled +15 V level applied to pin 5, the non-inverting input of the 
amplifier IC. This is the reference voltage for the +15 V regulator circuit. We'll see where the 
+15 V reference comes from in a moment. U1524B is a high-gain differential amplifier. If the 
voltage at e/ther input to the amplifier moves significantly away from the voltage on the other 
input, the output will change. With the voltage on pin 5 held ata constant +15 volts, pin 6 of the 
amplifier must remain at +15 volts also, or the amplifier’s output will try to change. The change 
will be in a direction that will move the +15 volt output voltage and the voltage on pin 6 of the IC 
amplifier back to +15 volts. The amplifier always tries to hold zero difference between the 


inputs. In other words, the amplifier nulls the voltage between pins 5 and 6. 


To summarize the whole thing, the regulator output voltage will try to be whatever is necessary 
to maintain a zero difference between the two inputs. Because pin 5 is at a fixed voltage, the 


amplifier and feedback circuit will try to null pin 6 to the same voltage (+15 V in this case). 
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Study Aid Questions 


3. The voltage across the filter capacitor at the output of block D in Figs. 7-2 and 7-5 has 


certain characteristics that are essentially the same in all power supplies of this type. Mark 


all the characteristics listed below that describe the voltage across the filter capacitor at the 


output of block D (Rectifier output). 


A. 


Precisely regulated dc voltage with only a few millivolts of ripple. Voltage output of 
block D does not vary appreciably with changes in line voltage. 

Only a few millivolts of ripple on a dc voltage when providing 1 amp ofcurrenttoaload, 
but dc voltage may vary with line voltage changes. 


Ac signal varying plus and minus from zero volts. Ac voltage varies with line voltage. 


D. Peak-to-peak ripple varies with line voltage but average dc level is constant. 


Dc level varies with changes in line voltages. 


4. In block H of Fig. 7-5, Q1546 is the series-regulator transistor. Which of the following 


conditions would cause asignificantincrease in Q1546's collector current? Mark all correct 


answers. 


A. 


moo gg 


Decrease in load resistance. 

Increase in load resistance. 

Increase in ac line voltage, load resistance constant. 
Decrease in load capacitance, load resistance constant. 


Decrease in ac line voltage, load resistance constant. 


5. In block H of Fig. 7-5, U1524B is the error amplifier for the +15 volt power supply regulator. 


If this circuit is operating properly what will be the voltage difference between pins 5 and 6 


of U1524B? 

A. ~ 0 volts 

B. ~ 10 volts 

C. ~ 15 volts 

D. ~ 55 volts 

E. ~ 15 volts plus two Junction drops. 
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6. In normal operation, what will be the voltage at pin 7 of U1524B? Mark only one answer. 
A. O volts 

+1.7 volts 

+15 volts 

+55 volts 


+15 volts plus two Junction drops plus Voltage across R1549. 


1.0 0.0 


Check your answer against the key. 


Reference Supply Tracking Concepts 


We've discussed the basic concepts of the +15 V power supply and these same concepts apply 
to all the other supplies shown in Fig. 7-5. In the —8 V supply there are some circuitry 
differences but the concepts are the same. In the +15 volt supply, the negative side of the 
bridge rectifier (block D, Fig. 7-5) was tied to ground and the positive side was tied to the load 
through the series regulator. In the —8 volt supply the negative side of the bridge rectifier 


(block F, Fig. 7-5) is removed from ground and tied to the load. The positive side of the bridge 


rectifier is tied to ground through the series regulator and a small resistor. Even with these 
differences, we still control the current in the circuit, and consequently the load voltage, with 
the series-regulator transistor, Q1566. The error amplifier U1554B still tries to maintain zero 
difference between its two inputs and to doso in thecircuitry of block J, it must provide enough 


current to develop —8 volt across the load. 


Notice that both the 4-5 voltsupply and the —8 voltsupply, as well as some of the other supplies, 
depend on the 4-55 volt supply to set the reference voltage for their respective regulator 
circuits. This is common practice in power supplies that must supply more than one output 
voltage. This method provides tracking of supplies if the reference supply should drift slightly 
because of temperature changes, etc. It also allows the designer to precisely control the ratios 
between the reference supply voltage and the other supply voltages with a few precision 
resistors. This reduces the number of calibration adjustments and reduces the number of 
opportunities for instrument failure because of improperadjustments. This method does make 
all the supplies dependent on the reference supply and ifthe reference supply fails, none of the 


other regulated supplies will operate. 
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The rectifier circuit for the 4-55 volt supply is block C of Fig. 7-5. This rectifier circuit and the 
associated transformer winding provide two unregulated output voltages for two separate 
regulator circuits. The regulator circuit consisting of Q1518 and Q1516 are discussed in the 
cassette audio tape circuit description that accompanies this course. Theunregulated voltage 
for the 4-55 volt supply comes from the center tap of the transformer winding. The rectifier 
circuit for the 4-55 volt supply behaves as a center-tapped full-wave rectifier using the bottom 
two diodes of block C. The major differences between this supply and the othersupplies we've 
discussed are the regulator circuit reference supply (Zener diode) and the potentiometer in the 
feedback path of the regulator circuit, both in block G ofFig. 7-5.In the regulator circuit we use 
a 9 volt Zener diode to set a reference voltage on the positive (noninverting) input of the error 


amplifier. 


If the voltage divider consisting of R1537, R1538 (+55 volt adjustment), and R1539 attenuate by 
the proper factor, the regulator circuit output will be +55 volts when the error amplifier 
properly nulls the voltage between the two inputs of U1524A. The capacitor on pin 3 of the error 


amplifier filters Zener diode noise. 


Another Zener diode is used between the IC amplifier and the discrete transistor circuitry. This 
diode serves to translate the output of the IC amplifier, which is at approximately 12 volts, up to 
approximately 58 volts which is a level suitable to drive the series regulator circuits, Q1532 and 
Q1534. 


The +55 volt supply has a regulated output that is referenced to the 9 volt Zener diode at the 
noninverting input of the IC error amplifier. Because the +55 volt supply is regulated, its output 
is used as a reference for the other regulated supplies in Fig. 7-5. This avoids the need for 


separate Zener diode supplies for each regulated circuit. 
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Study Aid Questions 


7. In the power supply represented by Fig. 7-5 at the beginning of this section, each of the 
regulator circuits use a reference voltage to compare with a sample of the regulator output. 
If the voltage across VR1522 (block G) changed, because of a circuit fault, to +3 volts, some 
other things might change in the power supplies. Listed below are the normal power supply 
outputs (left column) and some possible effects that might occur under these conditions. 
Match the items in the left column with the appropriate items in the right column. Select a// 


correct answers. 

















A. +55 volt supply (1) output voltage would change toward zero. 

B. +15 volt supply (2) output would go further away from zero. 

C. +5 volt supply (3) output would go less negative (or more positive). 
D. —8 volt supply (4) output would go less positive (or more negative). 


(b) output would not be affected. 


(6) output would go south for the winter. 





8. Which of the following circuit characteristics are used directly in power supply regulators 


such as were covered in the preceding material? 


A. High-gain amplifiers with negative feedback will adjusttheir outputs to whatever level is 
necessary to maintain a zero volt or near zero volt difference between their two inputs. 


B. As in A except high-gain amplifiers adjust for maximum difference between inputs. 





C. Voltage dividers set the proper ratio between the desired output voltage and the 
available reference voltage. , 


D. Common-base amplifiers are often used to drive the error amplifiers because their low 





bandwidth tends to reduce noise in the supply output. 
E. All the above. 


F. None of the above. 


Check your answers against the key. 
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Current Limiter Concepts 


Most power supplies supply current to a resistive load and are designed to operate with loads 
having no less than some minimum amount of resistance. If the load drops below that 
resistance level because of a short circuit, component failure, or some other reason, the power 
supply will try to supply whatever current is necessary to maintain the output voltage. The 
power supply must be able to sense excessive current and limit its current output when this 
happens. Without current limiting, the power transformer, the rectifier diodes, and the series 
regulator transistor may be subjected to currents above the amounts originally intended by the 
designer. Without some form of fusing and/or other protection, the results can be disastrous to 


these circuit components and possible other components. 


In each of the regulator circuits in Fig. 7-5, blocks G, H, l, and J, thereisatransistor connected 
between a point in the error amplifier and the supply output (between amplifier and ground in 
the —8 volt supply). These transistors are used to limit the current delivered by the supply in 
case of a short circuit or excessive load. Invariably these protection circuits break the feedback 
loop and allow the output voltage to drop in order to limit the current output. We will use the 
+15 volt supply regulator, block H, to describe the current limiting circuit behavior. Q1548 is 


the current limiting transistor. 


If a short occurs or if the current demands on the +15 volt supply increase, the series regulator 
transistor, Q1546, will be turned on harder by the error amplifier in an attempt to maintain the 
+15 volt output. If excessive current is present in R1549, the 0.1 ohm resistor, the emitter of 
Q1546 will have to be pulled significantly (0.5 V or so) above the +15 volt supply output level. 
To pull the emitter up, the base of Q1546 must be driven to a more positive voltage. A more 


positive voltage on the base of Q1546 also places a more positive voltage on the base of Q1548. 


When Q1548 begins to conduct, it limits the voltage at the output of U1524B to the point where 
Q1548 is barely conducting. If the load increases or becomes a short circuit to ground, Q1548 
will still allow only enough current through Q1546 to develop sufficient voltage across R1549 to 
hold Q1548 on. The +15 volt supply output voltage will drop when the current limit occurs. This 
drop in supply voltage will pull down on the emitter of Q1548. Pulling down on the emitter of 


Q1548 also limits the output current even though the output voltage may have dropped to zero. 
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The current limiters in the other supplies all operate the same way. If the voltage across a small 
Current sensing resistor indicates excessive current, the protection transistor limits the 


conduction of the series regulator. 


Study Aid Questions 


9. In the power supply circuit in Fig. 7-5 at the beginning of this section, several components 
are included to protect the circuitry from damage because of excessive current being drawn 
from the supply. Which of the components listed below are primarily for protection of the 


power supply circuitry? Mark all correct answers. 


A. F1501 (block A) 
Q1536 (block G) 
R1534 (block G) 
R1549 (block H) 
Q1548 (block H) 
R1569 (block J) 
Q1568 (block J) 
All of the above 


X Du qn. eo» we 


None of the above. 


10. Which of the following statements describe the normal behavior of the protection circuitry 
of the +5 volt supply shown in block | of Fig. 6-5 when a short circuit is connected between 


the supply output and ground? Mark all correct answers. 


A. Q1558 is cut off. 

B. R1559 will have enough voltage across it to cause Q1556 to saturate at high ac line 
voltages. 

C. Q1558's emitter will drop below its base voltage sufficiently to help turn on Q1558. 

D. When the short first occurs, U1554A's output tries to go positive to try to maintain the 
+5 volt output level but U1554A's output goes positive enough to turn on Q1558 which 
will limit the current in Q1556. 





Check your answers against the key. 
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TROUBLESHOOTING 


Fault Isolation Concepts 


Found chiseled into the wall of a cave outside the City of Shaniko: 


| have invented the short circuit. Someday someone will invent the power supply and the 


short circuit will thereafter see extensive use. 


(Anamalous) 


Possible problems that may occur in power supplies can be categorized into several groups, 
but the caveman's invention mentioned above (the short circuit) is, no doubt, the biggest 
contributor to power supply problems. Usually, when power supply problems occur, the 
problem is not in the supply itself. The problem is usually a short circuit (or a near short) in an 
external circuit between a power supply and ground, or a short between two power supplies. 


The latter case is usually the most disastrous. 


The first step in troubleshooting is to isolate the problem to one supply, Fig. 7-6 illustrates a 
practical approach to troubleshooting. Often power-supply short circuits can be isolated to 
one power supply by measuring the resistance between the supplies and ground after insuring 
that the power is off and capacitors are discharged. The short can be isolated further by 
disconnecting half the circuitry from the supply and measuring the resistance to ground in 
each of the two isolated halves. Needless to say, make sure the supply is off and that the filter 


capacitors are discharged first. Repeat the procedure in the bad half until the short is localized. 


If the short is not apparent when the circuit is off, the ohmmeter method doesn't work well. Ifa 
second power supply of the same type is available and in operating condition, make sure the 
power is off and that all the filter capacitors are discharged. Then compare the resistance(s) of 
the good supply and the bad one. Even this method may not be useable in some cases. If the 
ohmmeter method is not useable, and the supply has current limiting, the loads can often be 


removed one at a time while monitoring the regulator output. Turn the power off each time 
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before you remove the load. If the output goes to the proper voltage, the short is in the last 
circuit removed. Reconnecting the other circuits that were removed (but not the one with the 
short circuit) should not appreciably affectthe power supply output voltage if those circuits are 


normal. 


If the supply does not have current limiting but does have fuse protection, the procedure is a 
little different. You may need a few spare fuses if the problem can't be isolated with an 
ohmmeter. DON’T USE THE WRONG FUSE!!! In this situation ALL circuits should be 
disconnected from the supply that is shorted, or from all supplies if you don't know which 
supply is shorted. Sometimes this can be done by simply removing connectors. In other cases, 


unsoldering may be necessary. Do it the quick and easy way where possible. 


CAUTION 


With no load, power supply filter capacitors may take a long time to discharge. 
Discharge them through a suitable resistance if it's safe. Don't damage the capacitor 


by shorting the cap with a low resistance. See the instrument manual. 


Once all the loads are removed and the fuse has been replaced, apply power and check that all 


supplies work. If not, the problem is in the supply itself and that will be covered later. 


TURN THE POWER OFF and check that it's off and that filter caps are discharged. Replace one 
load (or half of the loads if you have a large amount of fuses but not much time). Apply power 
and see that the supplies still work. If the fuse blows or the supply shows other signs of being 
overloaded, such as smoking, low output voltage, etc., you've found the bad circuit. If not, turn 
the power off, check that the filter capacitors are discharged, and when they are discharged, 
reconnect another load, apply power, and check the output. Repeat the procedure until the 
faulty circuit is connected. Of course the circuit with the short will blow the fuse (if it did 


originally). 


Once you've located the faulty circuit, remove power supply leads in the circuit with the short 
to "divide and conquer". Common causes of short circuits are shorted capacitors, shorted 


active devices in high power circuits, foreign material, physical damage, and cavemen. 
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If all the loads are removed from the power supply and the short still blows fuses, or the current 
limit circuit doesn’t allow the output voltage to come up to the normal voltage, of course the 


problem must be in the supply itself. 


First, we'll discuss the situation where current limiting, or some other fault, keeps one supply 
from coming up but the fuse remains intact. In this case, check the voltage output of the 
rectifier block for that supply (blocks C, D, E, and F in Fig. 7-5). The dc voltage should be 
slightly higher than the supply's normal regulated output. If you check with an oscilloscope, 
also note the ripple frequency, amplitude, and waveshape. If the ripple frequency is the same 
as the line frequency, half-wave rectification is occurring. If the rectifier is a full-wave circuit, 
the ripple frequency should be twice the line frequency. If nottwicethelinefrequency, a diode 


is probably open. 


If the peak-to-peak ripple amplitude is higher than normal, but of the proper frequency, the 
problem is usually due to an excessive load somewhere in the regulator circuit or a bad (leaky 
or open) filter capacitor at the output of the rectifier. If the rectifier output dc level is normal and 
the ripple is lower than normal but the regulated supply output is still at zero volts or very low, 
there may be a fault in the current limit circuit that is causing the series regulator to turn off or 


the series regulator may be open. 


If this appears to be the case, check the current limit circuit and series regulator circuits with an 
oscilloscope or voltmeter to see if the transistors are conducting, cutoff, etc. Donot remove the 
current limit transistor to see if the supply comes up. If there is a short in the circuit, and this 
transistor is removed, other components such as rectifiers, fuses, and series regulator 
transistors may be damaged. The best alternatives are to turn the power off and replace the 
transistor with a known good one or check for proper operation of the original transistor with 


voltage measurements. 


If the power supply is blowing fuses even with the loads disconnected, the problem can be 
isolated (at the expense of a few fuses) by disconnecting the regulator circuits from the 
rectifier circuits. If fuses still blow, the problem is between the output of the rectifiers and the 


fuse. Shorted rectifier diodes are not uncommon. Shorted transformer windings or shorts in 
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wiring are also possibilities, though not as probable. If the fuse doesn’t blow when the 
regulators are removed, reconnect the regulators one at a time starting with the reference 
supply, the one with the Zener diode connected to one side of the error amplifier, and apply 
power. If the fuse doesn't blow, connect another regulator circuit. When the fuse blows, the 


problem is in the last circuit connected. 


Another power supply problem is a regulator output voltage that is too high or too low. This can 
be caused by improper adjustments, wrong resistor values, or wrong reference voltage values 
in the error amplifier. Output voltage too high with excessive ripple is usually caused by 
shorted or saturated series regulator transistors. Output voltage too low with excessive ripple 


is usually caused by low line voltage, an open rectifier diode, or faulty transformer. 


These are the major categories of problems that occur in power supplies. Troubleshooting 
power supplies, as in any electronic circuitry, should always involve a lot of care to avoid shock 
and burn hazards. Many power supplies, in addition to supplying lethal voltages, can supply 
sufficient current to heat up metal objects such as rings, wristwatches, metal necklaces, etc., 
which can and often do result in severe burns. So be sure to remove any conductive items you 
may be wearing before you start. Don't work alone around dangerous voltages and use alot of 


caution. 


This completes the troubleshooting block of this course section. Work the following study aid 
questions and listen to the audio tape circuit description ofthe TEKTRONIX 465 Oscilloscope 
power supply. Àn index follows the study aid questions to help you locate the power supply 


section of the audio cassette circuit description. 


When you've successfully completed the study aid questions and listened to the tape, you are 


ready to take the quiz for this course section. 
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Power Supply Study Aid Questions 


11. 


12. 


When troubleshooting power supplies, there is always a possibility of electric shock 


and/or burns. There are precautions that can be taken to avoid both. Listed below are 


several items. Mark the ones that are good safety practices. 


A. 


Remove all conductive items such as rings, wristwatches, necklaces, belt buckles, etc., 
that could possibly come in contact with energized circuitry. 

Be sure that power is removed and that all capacitors are discharged before 
unsoldering wires or removing connectors, components, shields, etc. 

Keep one hand in your pocket or behind your back while probing or working around 
"live" circuits that are exposed. 

Don’t work alone around shock hazards. 


All the above. 


Short circuits in power supply loads are the most common form of power supply problem. 


In an oscilloscope that has a shorted power supply, which of the following procedures 


would probably be used first in trying to isolate the short? Assume that the line fuse blows 


when power is applied. 


A. 


Remove power and disconnect the vertical and horizontal amplifiers from the power 
supplies because these circuits require large amounts of power and are therefore most 
susceptible to short circuits. Apply power and check for short circuit by measuring 


supply output voltages. 


. Remove power and disconnectall circuits except the vertical and horizontal amplifiers. 


Check for presence of shorts by applying power and checking whether or not the 
supply voltage is normal. 
Leave the power applied and work on another instrument until something burns bad 


enough to cause smoke and/or cause components to appear burned. 


. Apply power and remove protection transistors, one at a time, to see which supply is 


shorted. 
Remove power and check that all filter caps are discharged. Then measure the 
resistance between each power supply output and ground to determine which supply 


is shorted. 
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13. An oscilloscope power supply has a full-wave bridge rectifier. The supply output ripple 


becomes excessive unless the line voltage is slightly higher than normal. The dc output 


voltage is normal when the line voltage is high. Theripple frequency is the sameas the line 


frequency. Which one of the faults listed below is the most probable cause ofthe problem? 


A. 


m. EX Im 


Wrong reference voltage in the regulator circuit. 

Series regulator transistor has low Beta. 

Shorted turns on the power transformer primary. 

Current demands by the load are slightly greater than normal. 


Open diode in the rectifier. 


Check your answers against the key. 
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QUIZ 


Power Supply Quiz 


1. Draw a block diagram of a conventional series regulated power supply operating from the 


ac line. The diagram should include the following blocks: 


A. Power transformer. 
Rectifier. 
Capacitive filtering. 
Series regulator. 
Load. 


moou 


The supply should supply only a 4-55 volt output. 
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Fig. 7-8. Schematic for questions 2 through 5. 
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2. Figure 7-8 is a schematic of an oscilloscope power supply. Circle and label the components 
associated with the following blocks of the 4-55 volt power supply. Identify each block with 


the letter preceding that block. 


a. Power transformer. 
b. Rectifiers. 

c. Capacitive filtering. 
d 


. Regulator circuit. 


3. Label each of the following components or circuits on Fig. 7-8that are associated with the 


T5 volt supply with the appropriate letter from the list below. 


e. Reference divider. 


— 


Error amplifier. 


Current limiting circuit excluding error amplifier and series regulator. 


7 9 


+5 volt supply reference voltage. 


i. Line fuse. 


4. Listed below are several possible faults that might occur in a power supply and several 
symptoms that might appear as results of the faults. For each of the abnormal symptoms 
listed, write in the letter(s) of the fault(s) that would cause that symptom. Assume that the 
supply is the +55 volt supply shown in Fig. 7-8. 
SYMPTOMS: | 


Line fuse blows. 
Output voltage too high, ripple normal. 


Output voltage too high, ripple too high. 


(1) 

(2) 

(3) 

(4) Output voltage ~ 0 volts. Line fuse OK. _ | 
(5) Ripple frequency — Line frequency. 

(6) 


Ripple frequency twice line frequency. 
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FAULT: 


Shorted series regulator transistor. 

Open series regulator transistor. 

Shorted filter capacitor. 

Zener diode voltage too high (reference voltage slightly positive). 
Full-wave rectifier has one open diode. 


Full-wave rectifier has one shorted diode. 


0” mMm00 > 


. No fault, This is a normal symptom. 


5. Mark the items below that will have a pronounced (+5% or worse) effect on the output 
voltage of the —8 Volt supply shown in Fig. 7-8. Assume only one fault is present at any 


given time. 


A. VR1522 Zener diode in +55 volt supply slowly drifts £1 volt above and below its normal 9 
volt level. | 
B. VR1525 Zener diode in +55 volt supply slowly drifts +1 volt above and below its normal 
43 volt level. 
. Q1568 in the —8 volt supply opens. 
. Open loop gain of U1554B in the —8 volt supply is 10% higher than normal. 
R1564 in the —8 volt supply is 70 k instead of 55 k. 


mom O O 


All the faults above would affect the —8 volt output by more than 3-596. 


Check your answers against the key. 
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ANSWER KEYS 


Pretest 


B. 
B. 
D. 
Vo = 27 volts 


AS A 


Vn = 9 volts 
Vo = 27 volts 
6. A., B., C. 


e 


Study Aid Question Answers 


1. 


omoom»r 


U Oc g a m A 


2E. 

4. A. (line voltage changes will affect collector voltage but not collector current if load 
resistance doesn't change.) 

5. A. 

6. E. 
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7. A. (1), (4) 
B. (1), (4) 
C. (1), (4) 
D. (1), (8) 
8. A., C. 


9. A, B, C, D, E, F, G, H. 
10. C, D. 

11. A, B, C, D, E. 

12. E. 

13. E. 


Quiz Answers 


Regulated 
+55V 
XFMR XFMR Rectifier Filter Regulator | Load 
Primary , CKT. 
CKT. 
(Fuses, E. 


Switch) A. C. D. 





2. See Fig. 7-10 
3. See Fig. 7-10 
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Fig. 7-10. Answer for questions 2 and 3. 
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4. 


(1) C, F. (A shorted series regulator may blow the line fuse if the increased output voltage 
cause something in the load to short, so if you answered A, C, F, you're still right.) 

2) D 
3) A, D (Fault "D" would have to be rather severe to cause a noticeable increase in ripple.) 
5) E 
6) G 
A,E. 


( 
(4) B 
( 


Summary 


Well, how did you do? If you are confused about any of the concepts presented, we 


recommend you review the course material for those areas. We also suggest you retain this 


booklet and your notes so you can refresh your memory whenever you wish. 


This concludes Section VII and we recommend you take a break before starting Section VIII. 


REV 4/78 


ALABAMA 


*Huntsville 35801 
Suite 8, 3322 S. Memorial Parkway 
Phone: (205) 881-2912 


ARIZONA 


*Phoenix 85034 
2643 E. University Drive 
Suite 113 
Phone: (602) 244-9795 
Tucson Area: ENterprise 383 


CALIFORNIA 


*Concord 94520 
2345 Stanwell Circle 
Phone: (415) 689-2710 
From Oakland: (415) 254-5353 


*Irvine 92714 
16601 Hale Ave. 
Phone: (714) 556-8080-89 
(213) 778-5225, 


*Los Angeles 
21300 Erwin Street 
Woodland Hills 91367 
Phone: (213) 999-1711 


**Los Gatos 95030 
985 University Avenue 
Suite 22 
Phone: (408) 358-3491 


*San Diego 92111 
7827 Convoy Court 
Suite 401 
Phone: (714) 292-7330 


*Santa Clara 95051 
3200 Coronado Drive 
Phone: (408) 249-5500 


COLORADO 

*Denver 
Suite 4A 
14 Inverness Dr. East 
Englewood 80110 
Phone: (303) 773-1011 
Telex: (Infocom) 45-4455 


CONNECTICUT 


Milford 06460 
20 Commerce Park Road 
Phone: (203) 877-1494 


ALGERIA 
Measurelec 
Algiers 
ARGENTINA 
Coasin S.A. 
Buenos Aires, Cordoba 
AUSTRALIA 
Tektronix Australia Pty. Limited 
Sydney, Adelaide, Melbourne 
AUSTRIA 
Rohde & Schwarz-Tektronix 
Ges.m.b.H. 
Wien 
BELGIUM 
TEKTRONIX nv/sa 
Bruxelles 
BRAZIL 
Tektronix Industria e 


Comercio Ltda. 
Sao Paulo, Rio de Janeiro 


CANADA 
Tektronix Canada Ltd. 


Montreal, Calgary, Edmonton, Toronto, 
Ottawa, Vancouver, Halifax 


CHILE 
Equipos Industriales S.A.C.I. 
Santiago 
COLOMBIA 
Selectronica Ltda. 
Bogota 
DENMARK 
Tektronix A/S 
Krogshojvej 
EAST AFRICA (Kenya, Tanzania 
and Uganda) 
Engineering & Sales Co., Ltd. 
Nairobi 
ECUADOR 
Proteco Coasin Cia Ltda. 
Quito 
EGYPT 
Giza Systems Engineering 
Company 
Cairo 
EL SALVADOR 
Electronica Cuscatleca, 
S.A. de C.V. 


San Salvador 


FLORIDA 
*Fort Lauderdale 3331 1 
1871 West Oakland Park Blvd. 
Phone: (305) 731-1220 
Also serves Puerto Rico and 
U.S. Virgin Islands 
From Miami: 947-6053 


*Orlando 32803 
Suite 109, 1040 Woodcock Rd. 
Phone: (305) 894-3911 
From The Cape Kennedy Area: 
636-0343 


Pensacola 32505 
6425 North Pensacola Blvd. 
Phone (904) 476-1897 


GEORGIA 
*Norcross 30092 
3320 Holcomb Bridge Road 
at Peachtree Industrial Blvd. 
Phone: (404) 449-4770 


HAWAII 

*Honolulu 96819 
2979 Ualena Street 
Phone: (B08) 845-4531 


THonolulu Service Center 
EMC Corporation 
2979 Ualena Street 
Phone: (808) 847-1138 


ILLINOIS 

*Chicago 

5350 Keystone Ct. 
Rolling Meadows 60008 
Phone: (312) 259-7580 


INDIANA 

*Indianapolis 46219 
6121 East 30th Street 
Phone: (317) 545-2351 


KANSAS 


*Kansas City 
10580 Barkley 
Suite 62 
Overland Park 66212 
Phone: (913) 341-3344 


Tektronix, Inc. 


P.O. Box 500, Beaverton, Oregon 97077 
Telephone: (503) 644-0161 TWX: 910-467-8708 TEKTRONIX BEAV. Cable: TEKTRONIX 


FIELD ENGINEERING OFFICES 


LOUISIANA 
*New Orleans 
3004 34th St. 
Metairie 70001 
Phone: (504) 837-8454 


MARYLAND 
Baltimore 
1526 York Road 
Lutherville 21093 
Phone: (301) 321-7000 


*Rockville 20850 
2 Research Court 
Phone: (301) 948-7151 


MASSACHUSETTS 
*Boston 
482 Bedford Street 
Lexington 02173 
Phone: (617) 861-6800 


MICHIGAN 

*Detroit 
25882 Orchard Lake Rd. 
Farmington Hills 48018 
Phone: (313) 478-5200 


MINNESOTA 

*St. Paul 55112 
3563 N. Lexington Ave. 
Phone: (612) 484-8571 


MISSOURI 

*St. Louis 

422 Anglum 
Hazelwood 63042 
Phone: (314) 731-4696 


NEW JERSEY 
*Woodbridge 07095 

40 Gill Lane 

Phone: (201) 636-8616 


NEW MEXICO 
*Albuquerque 87108 

1258 Ortiz Drive, S.E. 

Phone: (505) 265-5541 

Southern N.M. Area: ENterprise 678 
Southern Nevada Area: ENterprise 678 


NEW YORK 

Albany 

678 Troy Road 

Latham 12110 

Phone: (518) 785-3353 


*Long Island 
100 Crossways Park West 
Woodbury, L.l. 11797 
Phone: (516) 364-9060 
(212) 895-9215 


Poughkeepsie 12603 
38 Haight Avenue 
Phone: (914) 454-7540 
Rochester 14623 

1210 Jefferson Rd. 
Phone: (716) 244-2600 


*Syracuse 
1 Northern Concourse 
North Syracuse 13212 
Phone: (315) 455-6661 
From New York: (800) 962-1095 


NORTH CAROLINA 


*Raleigh 27612 

Suite 104 

3725 National Dr. 
Phone: (919) 782-5624 


OHIO 


*Cleveland 44129 
5689 Pearl Road 
Phone: (216) 884-6558 


*Dayton 45449 
501 Progress Rd. 
Phone: (513) 859-3681 


OKLAHOMA 
Oklahoma City 73105 
Suite 201 
800 N.E. 63rd 
Phone: (405) 848-3361 


OREGON 


Portland 

7000 S.W. Hampton St. 
Suite 121 

Tigard, Oregon 97223 
Phone: (503) 620-9100 


INTERNATIONAL FIELD OFFICES, DISTRIBUTORS AND REPRESENTATIVES 


FEDERAL REPUBLIC 
OF GERMANY 
Rohde & Schwarz 
Vertriebs GmbH 


Hamburg, Karlsruhe, Kóln, München, 
Nürnberg, Stuttgart 


FINLAND 
Into O/Y 
Helsinki 
FRANCE 
TEKTRONIX 


Orsay, Lyon, Nancy, Aix-en-Provence, 
Rennes, Toulouse 


GREECE 
Marios Dalleggio 
Representations 
Athens 
HONG KONG 
Gilman & Co. Ltd. 
Electrical/Electronic Dept. 
Causeway Bay 


INDIA 


Hinditron Services Private Ltd. 


Bombay, Bangalore 


INDONESIA 
P.T. Dwi Tunggal Jaya Sakti 
Jakarta 
IRAN 
Irantronix Co. Ltd. 
Tehran 
ISRAEL 
Eastronics Ltd. 
Tel Aviv 
ITALY 
Silverstar Spa, Ltd. 
Milano, Roma, Torino 
IVORY COAST 
SITEL 
Abidjan 
JAPAN 
Sony/Tektronix Corporation 
Tokyo, Osaka-shi, Nagoya 
JORDAN 
TAREQ Scientific Bureau 
Amman 
KOREA 
M-C International (Korea) Ltd. 


Seoul 


KUWAIT 
TAREQ Company 
Safat 
LEBANON 
Projects S.A.L. 
Beirut 
MALAYSIA 
Mecomb Malaysia Sdn. Bhd. 
Petaling Jaya, Selangor 
MEXICO 


Tecnicos Argostal, S.A. 
Mexico, Monterrey, Guadalajara 


MOROCCO 
SCRM 
Casablanca 
NEW ZEALAND 
W. & K. McLean Ltd. 
Auckland, Wellington, Christchurch 
NIGERIA 
Mofat Engineering Co. Ltd. 
Lagos, Ibadan 
NORWAY 
Morgenstierne & Co. A/S 
Oslo 
PAKISTAN 
Pak-Land Corporation 
Karachi 
PANAMA 


Executive Marketing Corporation 
Panama 


PERU 
Importaciones y 
Representaciones 
Electronicas S.A. 
(IRE Ingenieros) 
Lima 
PHILIPPINES 
Philippine Electronic 
Industries, Inc. 
Makati, Rizal 
PORTUGAL 
Equipamentos de 
Laboratorio Lda. 
Lisbon 
REPUBLIC OF SOUTH AFRICA 
Protea Physical & Nuclear 
Instrumentation (Pty.) Ltd. 


Transvaal, Paardeneiland, Durban 


SAUDI ARABIA 
Electronic Equipment Marketing 
Establishment 
Riyadh 
SINGAPORE 
Mechanical & Combustion 
Engineering Co. Pte. Ltd. 
Singapore 
SPAIN 
C.R. Mares, S.A. 
Barcelona, Madrid 
SRI LANKA 
Maurice Roche Limited 
Colombo 
SUDAN 
Cine & Photo Supply 
Company (CPSC) 
Khartoum 
SURINAME 
Wong Sang Tsoi & Co. 
Paramaribo 
SWEDEN 
Tektronix AB 
Solna, Gothenburg 
SWITZERLAND 
Tektronix International A.G. 
zug 
SYRIA 
General Trading Company 
Damascus 
TAIWAN 
Heighten Trading Co. Ltd. 


Taipei 





TFactory Service Center 
Tektronix Industrial Park 
Beaverton 97077 
Phone (503) 644-0161 
TWX: 910-467-8708 


PENNSYLVANIA 
*Philadelphia 
1720 Walton Road 
Blue Bell 19422 
Phone: (215) 825-6400 
From Harrisburg, Lancaster, and 
York Area call: ENterprise 1-0631 


*Pittsburgh 
3834 Northern Pike 
Monroeville 15146 
Phone: (412) 373-3250 


TEXAS 


*Dallas 75240 
4455 Sigma Road 
Phone: (214) 233-7791 


*Houston 77036 
5755 Bonhomme 
Suite 420: 
Phone: (713) 783-1910 


San Antonio 78226 
3311 Roselawn 
Phone: (512) 434-4334 


UTAH 


*Salt Lake City 84115 
65 West 2950 South 
Phone: (801) 484-8501 


VIRGINIA 


Hampton 23666 
1929 C Coliseum Dr. 
Phone: (804) 826-4020 


WASHINGTON 


*Seattle 98188 
641 Industry Drive 
Phone: (206) 575-0180 


*Field Office/Service Center 
**Regional Office 
TService Center 


THAILAND 
G. Simon Radio Company Ltd. 
Bangkok 

THE NETHERLANDS 
Tektronix Holland N.V. 
Badhoevedorp 

TUNISIA 
EL ESLEK 
Tunis 

TURKEY 
Erkman Elektronik Aletler 
Istanbul 

UNITED ARAB EMIRATES 
Contact TAREQ Company, KUWAIT 


UNITED KINGDOM 
Tektronix U.K. Limited 
Harpenden, Livingston, Manchester 

URUGUAY 
Coasin Uruguaya S.R.L. 
Montevideo 

VENEZUELA 
Equilab, C.A. 

Caracas 

WEST BERLIN 

Rohde & Schwarz 
Handels-GmbH 


Berlin 


ZAMBIA 


Baird and Tatlock (Zambia) Ltd. 
Lusaka, Ndola 


Customers in the following countries: 
Bulgaria, Czechoslovakia, Hungary, Poland, 
Romania, USSR and Yugoslavia 


Contact: Rohde & Schwarz-Tektronix Ges.m.b.H & Co. KG 
Sonnleithnergasse 20, A-1100 Wien, Austria. Phone Vienna 62 61 41, Telex Vienna 13933 


Customers in other Europe, Middle East and African countries contact: 
Tektronix Limited, P.O. Box 36, St. Peter Port, Guernsey, Channel Islands. 
Phone Guernsey 35781, Telex 41193, Telegraph TEKTRONIX GUERNSEY 


Customers in all other countries should contact: 
Tektronix, Inc., Export Marketing 
P.O. Box 500, Beaverton, Oregon 97077, U.S.A. 
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* 


Tektronix products are designed 
as long term investments. 


Tektronix training is designed 
to enhance the value of those products. 





COMMITTED TO EXCELLENCE 





